
 

 

 

ZOLL Medical 

AED Plus 
 
 
 
 

 
 
 
 
 

Green Check = Pass 
Red “X”/ “beeping” = Failed self-test 

 
Pad Expiration 

FDA - PMA Approved 

ZOLL AED 3 

     

 
Green Check = Pass 

Blank / “beeping” = Failed self-test 

 
Pad Expiration 

FDA - PMA Approved 

ZOLL Powerheart 
Firstsave 

Discontinued – Replace Discontinued – Replace 
Discontinued 

 
Not FDA PMA Approved 

9200D 

Discontinued - Replace Discontinued – Replace 
Discontinued 

 
Not FDA PMA Approved 

G3  
 
 
 
 
Solid Green = OK 
Solid red = failed self-test  

 
 
 
 

Pad Expiration 

Discontinued 
 

G3 Plus  
 
 
 
 
Solid Green = OK 
Solid red = failed self-test  
 

 
 
 
 
 

Pad Expiration 

Discontinued 
 

G5  
 
 
 
 
 
Solid Green = OK 
Solid red = failed self-test  

 
 
 
 

 
Pad Expiration 

FDA - PMA Approved 

 

 

 

 

AED Quick Check Guide 



 

 

 

Stryker AEDs 
LifePak CR2 

 

Flashing Green = OK  
No light = Failed Self-Test 

Pad Expiration

 

FDA - PMA Approved 

LifePak CR Plus  
= OK/Ready 
 
= Replace PadPak 
 
= Service Required 

Pad Expiration 
Discontinued 

 
Internal battery lasts 

approximately 8 years 

LifePak Express  
= OK/Ready 
 
= Replace PadPak 
 
= Service Required 

Pad Expiration 
 Discontinued 

 
Internal battery lasts 

approximately 8 years 

LP 500  
= OK/Ready 
 
= Low Battery 
 
= Service Required 

 
Pad Expiration 

Discontinued 

Stryker HeartSine AEDs    
350P 

Flashing Green = OK 
Flashing Red = failed self-test  
No light = battery dead  

Pad Expiration 

FDA - PMA Approved 

360P 
Flashing Green = OK 
Flashing Red = failed self-test  
No light = battery dead 

Pad Expiration 

FDA - PMA Approved 

450P 
Flashing Green = OK 
Flashing Red = failed self-test  
No light = battery dead 

Pad Expiration 
 

FDA - PMA Approved 

 

 

 

 

AED Quick Check Guide 



 

 

 

Philips Healthcare 
Onsite 

 
 
Flashing Green = OK 
Flashing Red = failed self-test 
No Light = battery dead 

Pad Expiration 

FDA - PMA Approved 

FRx 
 
 
Flashing Green = OK 
Flashing Red = failed self-test 
No Light = battery dead  

Pad Expiration 

FDA - PMA Approved 

FR2   
 
 
Hourglass = OK 
Red “X” = failed self-test 

Pad Expiration 

Discontinued 
 

Not FDA PMA Approved 

FR3  
 
Flashing Green = OK 
Flashing Red = failed self-test 
No light = battery dead  
 

Pad Expiration 

Discontinued 

Forerunner   
Hourglass = OK 
 
 
Red “X” = failed self-test 
Low, dead or no battery) 
 

Pad Expiration 

Discontinued 
 

Not FDA PMA Approved 

 

Manual Defibrillators – Professional Use 
ZOLL M Series 
Philips MRx 
Physio-Control 
Devices 
  LifePak 9 
  LifePak 12 
  LifePak 20 
  LifePak 500 

 Not FDA PMA 
Approved. 
Need to trade in for 
FDA approved 
device. Check FDA 
website for list of 
approved devices.  
 
 

https://www.fda.gov/medical-
devices/cardiovascular-

devices/automated-external-
defibrillators-aeds#approved 

ZOLL R Series 
FDA - PMA Approved 

 

 
 

         AED Quick Check Guide 



 

 

 

Defibtech (Cintas Reviver) 
LifeLine View 

 

Flashing Green = OK 
Flashing Red 

= failed self-test or 
Low battery 

No light = battery 
dead 

Press center soft 
key to display 
 
 

Pad Expiration 

FDA - PMA Approved 

Lifeline 
 

Flashing Green = OK 
Flashing Red 

= failed self-test, low 9V 
or lithium battery 

No light = battery dead 

 
 

Pad Expiration FDA - PMA Approved 

Welch Allyn 
AED 10 

Discontinued – Replace Discontinued – Replace 
Discontinued 

 
Not FDA PMA Approved 

 

Notes: 

 

 

 

 

 

 

 

 

 

AED Quick Check Guide 


